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Abstract. Near-infrared spectroscopy (NIRS) muscle oxygenation data are relied on in sports medicine.
Many women with urinary incontinence (UI) have dysfunctional pelvic floor muscles (PFMs) but their evaluation
lacks such measures; a transvaginal NIRS interface would enable the PFM to be interrogated. Paired miniature
fiber-optic cables were configured on a rigid foam insert so their emitter detector arrays with an interoptode
distance of 20 mm apposed the right and left inner sides of a disposable clear plastic vaginal speculum, and
linked to a standard commercial NIRS instrument. Measurement capability was assessed through conduct of
three maximum voluntary contractions (MVCs) and one sustained maximum voluntary contraction of the PFM
with calculation of HbDiff (½RT), a validated muscle reoxygenation kinetic parameter. In all four asymptomatic
controls, mean age 40, mean BMI 21.4, MVCs were associated with changes in PFM oxyhemoglobin (O2Hb),
deoxyhemoglobin (HHb) concentration, and their difference (HbDiff) comparable to those in voluntary muscle
sports medicine studies. NIRS data during recovery (reoxygenation) allowed calculation of HbDiff (½RT). New
techniques are called for to evaluate UI. This NIRS interface warrants further development as the provision
of quantitative reoxygenation kinetics offers more comprehensive evaluation of patients with PFM dysfunction.
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1 Introduction
New techniques to improve health care for women with urinary
incontinence (UI) are called for.1 Novel optical systems have
been applied in urology, including direct measurement of blad-
der muscle oxygenation and hemodynamics using near-infrared
spectroscopy (NIRS).2 But, for assessment of pelvic floor
muscle (PFM) function, which is central to treatment for UI
using pelvic floor muscle therapy (PFMT),3 measurement
parameters relating to oxygen recovery kinetics are lacking,
yet, in sports medicine such parameters are currently measured
using NIRS.4–6
The pelvic floor comprises a layer of muscles that span the
floor of the pelvis, and provides a voluntarily control mechanism
for maintaining urinary continence. Urinary incontinence, defined
as involuntary loss of urine,1 affects the quality of life of 15.7% of
U.S. women.7 Awide variety of pathologies lead to UI by causing
dysfunction of the PFM, including trauma induced by vaginal
birth delivery, neuromuscular compromise due to congenital
anomalies or spinal cord injury, and neurologic diseases such
as multiple sclerosis and Parkinson’s.8–10 Importantly, while the
entire PFM complex may be involved, dysfunction can also be
lateralized to one side or the other; the resulting compromise
of muscle strength and differences between the right and left sides
cannot be adequately assessed by current clinical measures.
Our objective was to develop an interface for NIRS-based
measurement of oxygen kinetic parameters as a potential aid
to improving the management of women with UI through more
comprehensive physiologic evaluation. Importantly, in the con-
text of applying NIRS, the tissues of the vaginal wall overlying
the PFM consist of three layers, the mucosa, the muscularis,
and the adventitia, but, unlike many locations where NIRS is
used, there is no fat layer within the optical field. The emitter
detector array is apposed against the vaginal mucosa and the
tissues between it, and the superficial and deep muscle layers
of the PFM are composed of nonkeratinized stratified squamous
epithelium and supporting connective tissue.
Key specifications required included a probe suitable for
housing the interface for transvaginal measurement and the
capability to simultaneously measure chromophore changes in
the right and left sides of the PFM during conduct of the exercise
regimen used in PFMT for UI. Following development, the
capability of the new interface was tested in volunteer control
subjects.
2 Materials and Methods
2.1 Dual-Channel Bidirectional Interface for PFM
NIRS Measurement
The NIRS instrument linked to the interface was an “Oxymon”
MK III (Artinis Medical Systems BV, The Netherlands). The
principles of NIRS have been comprehensively described,5,11–14
and the specifications of this CW NIRS device and details of
modified Beer–Lambert law employed have been published
previously.11,14
The interface components were configured so they could be
incorporated within a clear plastic single use vaginal speculum
(“Pederson,” The Stevens Company, Canada). A dual-channel
array was created by placing two paired fiber-optic cables
*Address all correspondence to Andrew Macnab, E-mail: ajmacnab@gmail
.com
Journal of Biomedical Optics 075003-1 July 2019 • Vol. 24(7)
Journal of Biomedical Optics 24(7), 075003 (July 2019)
Downloaded From: https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 19 Oct 2021
Terms of Use: https://www.spiedigitallibrary.org/terms-of-use
parallel to each other so that an emitter and detector optode
would be in contact with the right and left walls of the speculum.
Due to size constraints within the speculum, customized minia-
ture fiber-optic cables were used; these had a 1-mm internal fiber
bundle and incorporated 90-deg optodes at the tip, measuring
3-mm wide, 8-mm long, and 4-mm deep. The miniature cables
were connected to the standard cables of the Oxymon (trans-
mitter bundle 4 mm and receiver bundle 3.3 mm) via an adapter
block. The block is completely opaque to prevent any external
light contamination at the attachment point. During data
collection, the block with the joined cables was also covered
with a black cloth to further protect against environmental light
contamination.
The fiber-optic cables and terminal optodes were secured to
a dense foam inlay, which was shaped so that its location was
held constant within the speculum to ensure consistent optode
position and prevent any change in interoptode distance (IOD)
across all measurements. Placement of the foam inlay positioned
the optodes 2 cm from the end of the speculum housing. This
point was chosen so that, on transvaginal insertion up to a
defined mark, the optodes would be emitting/detecting light
into/from the PFM. The IOD for each emitter/detector was set
at 20 mm to achieve a tissue penetration depth of ∼10 mm into
the PFMmicrovasculature. The interface, comprised of the foam
insert with attached NIRS cables and optodes, was designed
to be removable so that it could be reused within a single use
speculum for each subject’s measurement. For reasons of
hygiene, as the speculum was not sealed, it was covered with
a latex-free condom prior to insertion; in a prior unpublished
evaluation of multiple products, the one chosen was confirmed
not to adversely impair NIR photon transmission nor result in
problematic light channeling.
Four wavelengths of NIR light were transmitted to the emit-
ter detector arrays in the interface from the Oxymon—766, 861,
906, and 971 nm. Raw optical data were captured at 10 Hz; from
these, concentration changes in oxyhemoglobin (O2Hb) and
deoxyhemoglobin (HHb) were derived, and the difference
between the two (HbDiff) was calculated for the right and left
pelvic floor musculature using proprietary software (“Oxysoft,”
Artinis, BV, The Netherlands).11 A fixed differential path length
factor (DPF) of 4 was used, based on prior studies employ-
ing the same NIRS equipment investigating skeletal muscle
tissue.12,15 Gain settings were adjusted at the beginning of each
measurement to prevent oversaturation and maintain acceptable
signal strength within the range of 1% to 20%.11
In Fig. 1, the final iteration of the interface is shown housed
inside the disposable speculum used for transvaginal measure-
ment. The configuration of the emitter and detector arrays and
their location 2 cm from the tip of the housing are shown; these
allow simultaneous measurements from the right and left sides
of the PFM. The dual-channel design consists of one emitter and
one detector at the end of miniature fiber-optic cables secured to
a foam inlay so as to maintain a constant IOD of 20 mm, and
appose the paired right and left sided optodes parallel to each
other, and against the translucent wall of the speculum housing
the interface.
3 Clinical Protocol for Pilot Evaluation/
Validation
We experimentally tested the dual-channel bidirectional inter-
face using a clinical protocol approved by the University of
British Columbia’s Research Ethics Board. Subjects were
healthy community dwelling volunteer women who provided
written informed consent prior to participation in this prospec-
tive cohort study. Subjects across a wide age range were
recruited because the population of women with UI due to
PFM dysfunction includes both pre and postmenopausal women
and also as age and menopausal status likely generate physical
changes of potential relevance to conduct of future NIRS muscle
studies to quantify PFM oxygen kinetics. A registered nurse
taught participants how to perform PFM contractions used in
PFMT; correct conduct was confirmed by visual inspection
of perineal elevation.16,17
The exercise sequence used was a standardized series of
three maximum voluntary contractions (MVCs) followed by
a 5-min recovery period and then one sustained maximum
voluntary contraction (SMVC).3,17 Subjects were positioned
supine, in the “butterfly” position,18 and the speculum housing
the NIRS interface introduced into the vagina up to a defined
mark with the handle positioned in the midline; this ensured
a consistent depth of insertion and apposition of the emitter
detector arrays against the right and left sides of the vaginal wall
in immediate proximity to the underlying PFM.
Speculum insertion is illustrated in the diagram in Fig. 2.
The Oxymon was then turned on, the output adjusted to
achieve acceptable signal percentages, and the data stream
biased to an arbitrary zero. Resting chromophore concentration
values were then recorded prior to initiating the PFM contrac-
tion sequence.
4 NIRS Data Analysis and OutcomeMeasures
Prior to analysis, the Oxysoft software was used to apply a mov-
ing average Gaussian filter which uses filters at a width of 1 s
and calculates the average within that 1 s time point; use of this
and similar filters is reported in the NIRS literature.15,19,23 The
data were also set to of an arbitrary value zero with 30 s prior to
the onset of each contraction averaged as baseline.
4.1 NIRS Chromophore Parameters
Four NIRS variables were derived from each contraction set
(O2Hb, HHb, tHb, and HbDiff). However, HbDiff was selected
for analysis, as this parameter represents relative oxygen satu-
ration in occlusion-free oxygen recovery analysis, is considered
to be more indicative of metabolic changes within the muscle
tissue, and less susceptible to blood flow changes than
O2Hb.
15,19,21,22 Also, the responsiveness of HbDiff during exer-
cise is a measure of coupled oxygen demand and supply, and
during recovery from exercise it provides an index of oxygen
delivery.23 Similarly, for analysis of the oxygen kinetic measure
chosen, HbDiff (½RT), we used SMVC data, because SMVCFig. 1 Prototype NIRS interface and speculum housing.
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requires more continued force production than MVC, so these
contractions better reflect the effects of O2 demand
20 and hence
are a good measure of both strength and endurance.3,24
4.2 Half-Recovery Time of HbDiff (½RT)
Calculations of this oxygen kinetic parameter are based on the
slope of the recovery from the point where muscular work
(SMVC) ends to the point of maximum resaturation.24 We used
a recovery time interval of 90 s after contraction cessation for
our ½RT calculations, based on adaption of the original method
by McCully et al.23 and subsequent studies employing this
methodology for HbDiff ½RT analysis.20,25
5 Results
Four asymptomatic volunteers were studied; the demographic
data are summarized in Table 1.
5.1 HbDiff SMVC Response
In Fig. 3, the patterns of desaturation seen in the four controls
on the right and left side during each SMVC are illustrated.
A decline in HbDiff is evident from the onset of the sustained
contraction, with resaturation occurring in recovery following
cessation of contraction; these patterns of chromophore change
are consistent with NIRS-derived skeletal muscle oxygenation
patterns described in the literature in response to exercise.5,23,26
5.2 Half-Recovery Time of HbDiff (½RT)
The points used to define the interval from which HbDiff (½RT)
are calculated are described in Fig. 3. Table 2 shows the right
and left side values calculated for muscle reoxygenation using
HbDiff (½RT). In all four subjects, differences are evident be-
tween the two sides of their PFM; such differences are attributed
to the natural dominance of one side of the body over the other
in prior studies of muscle strength and function.
6 Discussion
We describe an application of an established optical technique
with the potential to improve health care for women with UI due
to PFM dysfunction. A speculum-housed interface incorporat-
ing a dual-channel NIRS emitter/detector array was developed
iteratively and linked via fiberoptic cables to a commercial
four wavelength CW NIRS instrument. The feasibility of mon-
itoring oxygen kinetics in the right and left sides of the pelvic
floor transvaginally during a standardized protocol of MVC was
confirmed in four control subjects.
Qualitative checks confirmed that the system allowed capture
of NIRS data of good quality with minimal noise from the
muscles of the pelvic floor. We then evaluated the device clin-
ically and identified that the patterns of chromophore change
obtained matched those seen in NIRS studies involving MVC
of other voluntary muscles.
The goal of showing the feasibility of obtaining oxygen
kinetic data of relevance from the PFM was achieved. The
decline of HbDiff during contraction reflects oxidative metabo-
lism of the musculature.20 The return to resting levels on
Table 1 Participant demographics.
Participant
Mean (±1 SD)1 2 3 4
Age (years) 30 34 62 33 40 (15)
BMI (kg∕m2) 20.7 20.2 22.1 22.5 21.38 (1.10)
Parity 0 2 2 0 1 (1.15)
Menopause 0 0 1 0 0.25 (0.50)
Life style index 2 1 2 2 1.75 (0.50)
Note: Life style index (scored as: 0 = “sedentary” no physical exercise,
1 = “moderately active” 20 min of vigorous intensity physical activity 3
days/week, and 2 = “active” 30 min of moderate intensity physical
activity 5 days/week). Menopause (scored as: 0 = premenopausal
and 1 = menopausal).
Fig. 2 A composite image showing a magnetic resonance image of the pelvis taken in the standing
position (a) and a schematic showing a cross section through the pelvis, pelvic organs and pelvic floor
muscle with the speculum housing the interface inserted (b). Legend: 1 = Speculum containing NIRS
interface in the vagina; 2 and 3 = NIRS interface emitter/detector array.
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cessation of contraction allows muscle reoxygenation to be
quantified via calculation of half-recovery time of HbDiff, as
there is a direct and proportional relationship between blood
flow and O2 consumption. The more rapidly HbDiff returns
to resting level (shorter ½RT), the better the PFM is meeting
the metabolic demand of contraction.15,20,27
Improved techniques are called for in the evaluation of UI in
women, as there is no standardized methodology for quantifying
the measures of strength and endurance currently relied on in
PFM assessment.1,3,28,29 This is problematic in planning clinical
treatment employing PFMT, and in those with impaired pelvic
innervation, no effective evaluation may be possible as they
commonly only manage very weak contractions that can be
indiscernible by an examiner or go undetected by current pres-
sure monitoring devices. In sports medicine, however, measure-
ments of oxygen kinetics are routinely performed to optimize
athletic training regimens. NIRS can provide in vivo assessment
of the workload capacity of muscle (oxygen extraction) and
fatigue resistance (oxygen recovery) during exercise and makes
sensitive and specific detection of localized skeletal muscle oxy-
genation patterns of targeted tissue possible.5,13,26 NIRS has
been validated against gold standard measures of muscle biopsy
and 31P-MRS30 and is also an established research modality for
evaluating oxygen kinetics in states of health and disease.4–6,13
Our team proved the feasibility of transvaginal monitoring
of NIRS-derived changes in chromophore concentration with
a prior probe prototype designed to interrogate the bladder
detrusor muscle and internal sphincter during voiding. Previous
attempts to develop intravaginal NIRS probes have been few in
number, and limited to attempts to monitor cerebral oxygenation
during passage of the fetus through the birth canal.31 These
applications were limited by difficulties sustaining apposition
against the fetal head, and intrapartum monitoring remained
compromised by movement artifacts. Our first probe was limited
by only being able to measure in one plane as it was configured
with one emitter and two detector optodes, and required repo-
sitioning to monitor each targeted site, was prone to movement
during measurement, and early iterations suffered from compro-
mised photon transmission.31 In contrast, the interface we now
describe overcomes these deficiencies and offers an innovative
approach as it provides a means of quantifying changes in oxy-
genation in the right and left sides of the PFMs. Bilateral meas-
urement is of obvious relevance in patients with unilateral
neurologic impairment but also, in health, a subject’s muscle
function commonly differs between the left and right sides of
the body. With further development, this NIRS interface has the
potential to improve the understanding of female UI by respond-
ing to the call for new techniques to improve health care for
women with UI,1 and adding the ability to quantify oxygen
kinetics to the evaluation and management of the large number
of women with UI due to PFM dysfunction.7
We recognize limitations in what we report. The transparent
plastic of the speculum housing the NIRS components will
impact photon transmission, likely causing some scatter and
refraction; however, data of good quality were obtained and the
high-density, opaque foam insert represents an improvement
over our initial single-channel probe design where photons were
refracted by the wall of speculum in which it was housed. We
did determine previously that movement artifacts do not com-
promise the NIRS data, provided the position of the speculum is
maintained by the operator via the incorporated handle during
measurement. The pathlength factor specific to the PFM has not
been identified; based on previous CW NIRS studies of skeletal
muscle, a fixed DPF value of 4 was used.12,15 Pathlength will
also be variable from one subject to the next;32 however, the
principal value of this NIRS system is the ability to evaluate
an individual patient rather than make intersubject comparisons.
However, an advantage of using HbDiff (½RT) as a metric to
Table 2 Comparison of right and left PFM ½RT HbDiff measure-
ments.
Participant
Mean (±SD)1 2 3 4
Right PFM ½RT (s) 3.9 2.5 4.1 3.2 3.43 (0.73)
Left PFM ½RT (s) 2.0 1.7 6.8 5.0 3.88 (2.45)
Fig. 3 Simultaneous bilateral PFM Hb response during SMVC of four participants. Vertical dotted lines
indicated SMVC onset and cessation. Inclusive of 10 s prior to SMVC onset and 10 s following SMVC
cessation. The interval used to calculate HDiff (½RT) extends from the point at which SMVC ends to the
point of maximal reoxygenation.
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assess the PFM is that it is independent of DPF. Our sample is
limited; no statistical measures were feasible, however, the PFM
contraction sequence used followed a recommended assessment
protocol. And, our functional analysis reported SMVC data as
these contractions reflect the effects of O2 demand better than
MVC because they require more continued force production and
are considered a good measure of both strength and endurance.
Individuals naturally vary in how long they can sustain an MVC
because force and endurance naturally differ due to variations
in muscle function; some PFM retraining regimens employ fixed
intervals, but holding contractions over time and achieving
stronger and longer contractions are core components of PFM
retraining3,17 Differences were evident between HbDiff (½RT)
values for subject’s right and left sides; while this is more likely
reflects variation due to the natural dominance of one side of the
body over the other than a technical effect, this will be clarified
by further studies.
We suggest that, with the interface described, this NIRS sys-
tem is suitable for further trials and exploration of its potential
to more comprehensively evaluate patients with pelvic floor
dysfunction through the provision of quantitative oxygen
kinetics that are currently not available by other means.
Disclosures
The authors have no conflicts of interest to declare.
Acknowledgments
We greatly appreciate the support and funding provided by the
Rick Hansen Institute, Grant No. H1502040, which has made
this work possible.
References
1. B. Messelink et al., “Standardization of terminology of pelvic floor
muscle function and dysfunction: Report from the pelvic floor clinical
assessment group of the international continence society,” Neurourol.
Urodyn. 24(4), 374–380 (2005).
2. A. J. Macnab, “The evolution of near infrared spectroscopy in urology,”
Biomed. Spectrosc. Imaging 3, 311–344 (2014).
3. K. Bo et al., “An International Urogynecological Association (IUGA)/
International Continence Society (ICS) joint report on the terminology
for the conservative and nonpharmacological management of female
pelvic floor dysfunction,” Int. Urogynecol. J. 28(2), 191–213 (2017).
4. R. Boushel et al., “Monitoring tissue oxygen availability with near infra-
red spectroscopy (NIRS) in health and disease,” Scand. J. Med. Sci.
Sports 11(4), 213–222 (2001).
5. M. Ferrari, M. Muthalib, and V. Quaresima “The use of near-infrared
spectroscopy in understanding skeletal muscle physiology: recent devel-
opments,” Philos. Trans. R. Soc. A 369(1955), 4577–4590 (2011).
6. S. Jones et al., “Recent developments in near-infrared spectroscopy
(NIRS) for the assessment of local skeletal muscle microvascular func-
tion and capacity to utilise oxygen,” Artery Res. 16, 25–33 (2016).
7. I. Nygaard et al., “Pelvic floor disorders network. Prevalence of
symptomatic pelvic floor disorders in US women,” JAMA 300(11),
1311–1316 (2008).
8. H. van Geelen, D. Ostergard, and P. Sand “A review of the impact of
pregnancy and childbirth on pelvic floor function as assessed by objective
measurement techniques,” Int. Urogynecol. J. 29(3), 327–338 (2018).
9. K. Tudor, R. Sakakibara, and J. Panicker, “Neurogenic lower urinary
tract dysfunction: evaluation and management,” J. Neurol. 263(12),
2555–2564 (2016).
10. W. A. Taweel and R. Seyam, “Neurogenic bladder in spinal cord injury
patients,” Res. Rep. Urol. 7, 85–99 (2015).
11. M. C. van der Sluijs et al., “New and highly sensitive continuous-wave
near-infrared spectrophotometer with multiple detectors,” Proc. SPIE
3194, 63–72 (1998).
12. M. C. P. van Beekvelt et al., “Performance of near-infrared spectroscopy
in measuring local O2 consumption and blood flow in skeletal muscle,”
J. Appl. Physiol. 90(2), 511–519 (2001).
13. M. Wolf, M. Ferrari, and V. Quaresima, “Progress of near-infrared spec-
troscopy and topography for brain and muscle clinical applications,”
J. Biomed. Opt. 12(6), 062104 (2007).
14. D. T. Delpy et al., “Estimation of optical pathlength through tissue from
direct time of flight measurement,” Phys. Med. Biol. 33(12), 1433–1442
(1988).
15. M. Buchheit et al., “Reproducibility and sensitivity of muscle reoxyge-
nation and oxygen uptake recovery kinetics following running exercise
in the field,” Clin. Physiol. Funct. Imaging 31(5), 337–346 (2011).
16. B. T. Haylen et al., “An International Urogynecological Association
(IUGA)/International Continence Society (ICS) joint report on the ter-
minology for female pelvic floor dysfunction,” Neurourol. Urodyn.
29(1), 4–20 (2010).
17. J. Laycock and D. Jerwood, “Pelvic floor muscle assessment: the
PERFECT scheme,” Physiotherapy 87(12), 631–642 (2001).
18. K. Kerschan-Schindl et al., “Reliability of pelvic floor muscle strength
measurement in elderly incontinent women,” Neurourol. Urodyn. 21(1),
42–47 (2002).
19. M. Muthalib et al., “Reliability of near-infrared spectroscopy for
measuring biceps brachii oxygenation during sustained and repeated
isometric contractions,” J. Biomed. Opt. 15(1), 017008 (2010).
20. M. Muthalib et al., “Comparison between maximal lengthening and
shortening contractions for biceps brachii muscle oxygenation and
hemodynamics,” J Appl Physiol. 109(3), 710–720 (2010).
21. K. K. McCully et al., “Simultaneous in vivo measurements of HbO2
saturation and PCr kinetics after exercise in normal humans,”
J. Appl. Physiol. 77(1), 5–10 (1994).
22. W. M. Southern et al., “Reproducibility of near-infrared spectroscopy
measurements of oxidative function and postexercise recovery kinetics
in the medial gastrocnemius muscle,” Appl. Physiol. Nutr. Metab. 39(5),
521–529 (2014).
23. K. K. McCully et al., “Identification of peripheral vascular disease in
elderly subjects using optical spectroscopy,” J. Gerontol. A Biol. Sci.
Med. Sci. 52(3), B159 (1997).
24. T. Sigurdardottir et al., “Do female elite athletes experience more com-
plicated childbirth than non-athletes? A case-control study,” Br. J.
Sports Med. 53(6), 099447 (2018).
25. D. S. DeLorey, J. M. Kowalchuk, and D. H. Paterson, “Relationship
between pulmonary O2 uptake kinetics andmuscle deoxygenation during
moderate intensity exercise,” J. Appl. Physiol. 95(1), 113–120 (2003).
26. M. C. van Beekvelt et al., “In vivo quantitative near-infrared spectros-
copy in skeletal muscle during incremental isometric handgrip exer-
cise,” Clin. Physiol. Funct. Imaging 22(3), 210–217 (2002).
27. P. S. Clifford and Y. Hellsten, “Vasodilatory mechanisms in contracting
skeletal muscle,” J. Appl. Physiol. 97, 393–403 (2004).
28. M. O. Gameiro et al., “A comparative analysis of pelvic floor muscle
strength in women with stress and urge urinary incontinence,” Int. Braz.
J. Urol. 38(5), 661–666 (2012).
29. F. Chevalier, C. Fernandez-Lao, and A. Cuesta-Vargas, “Normal refer-
ence values of strength in pelvic floor muscle of women: a descriptive
and inferential study,” BMC Womens Health 14(1), 143 (2014).
30. T. E. Ryan et al., “Assessment of in vivo skeletal muscle mitochondrial
respiratory capacity in humans by near-infrared spectroscopy: a compari-
son with in situ measurements,” J. Physiol. 592(15), 3231–3241 (2014).
31. B. Shadgan, L. Stothers, and A. Macnab, “A transvaginal probe for near
infrared spectroscopic monitoring of the bladder detrusor muscle and
urethral sphincter,” J. Spectrosc. 22(6), 429–436 (2008).
32. S. L. Jacques, “Optical properties of biological tissues: a review,” Phys.
Med. Biol. 58(11), R37 (2013).
Andrew Macnab is a professor and distinguished scholar at the
Faculty of Medicine, University of British Columbia, Canada, and
an honorary research fellow at STIAS at Stellenbosch University,
South Africa. An award-winning clinician scientist and global health
project director he has a reputation for innovation and excellence.
Many of his initiatives have been adopted nationally and internation-
ally. He applies leading edge concepts and technology to improve
health care delivery at home and in low- and middle-income countries.
Biographies of the other authors are not available.
Journal of Biomedical Optics 075003-5 July 2019 • Vol. 24(7)
Macnab, Stothers, and Deegan: Development of a near-infrared spectroscopy interface able to assess oxygen recovery kinetics. . .
Downloaded From: https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 19 Oct 2021
Terms of Use: https://www.spiedigitallibrary.org/terms-of-use
